








Intoxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58507
CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-007091
Location = MOTT 8164.16.00 09/18
07/01/2020 14:13
Test AC Time
01 Diagnostic OK 14:15
02 Room Air RFI* 14:15
03 Room Air RFI* 14:15

*Invalid Test
Inhibited - RFI

Sub Name = KOHLER, JEDEDIAH SCOTT
Sub DOB = 08/20/1987

Sub Sex = Male Weight = 175
Test = DUI Cit = NA
Dr. Lic. = ND/KOH872036

Lot No = 1351808046

Cyl No = 18

Expiration Date = 08/05/2020

County = 21 Oper No. = 132666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

i/

//,Operator Signature
JEDEDIAH KOHLER

Remarks: /
(FT s
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